The use of X rays for diagnostic radiology is very common and important to Medicine, including mammographic diagnosis focusing decreasing of the doses applied to the patients and preserving high quality of the diagnostic image. A quality control program of the irradiation systems it is necessary to control periodically the performance of the X-ray systems applied in that diagnosis in order to obtain the best results in that diagnosis. The verification of the beam characteristics is made by using standard dosimetric procedures which include the determination of the kilovoltage and the kerma rates for the different radiation qualities applied in the diagnosis. The Instruments Calibration Laboratory (LCI) of IPEN perform calibration in dosemeters used in radiation dosimetry (in diagnostic radiology) for many years and are improving their methodology to attend the actual demand of that equipments used in quality control of that X-radiation systems. The objective of that paper were the measurements of kVp and air kerma produced for one mammographic system of LCI, Model VMI -Graphmammo AF (Philips) using two different measurements systems from PTW (Diavolt) and Radcal (kVp meter) that procedure is just to determine the stability of that system that is used to perform diagnosis in mammography level. The results obtained with the two systems utilized shows good agreement. That measurement can be applied at a routine quality control program of that X-ray system.
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INTRODUCTION
Breast cancer accounts for nearly 25% of all cases and is the most common type among women in the world. Estimates for 2014 indicate 57,000 new cases of breast cancer in Brazil, the third highest incidence, behind melanoma and prostate cancer.
The World Health Organization (WHO) estimates 27 million new cancer cases for 2030 worldwide, and 17 million deaths from the disease. Developing countries will be most affected, including Brazil. [1] Given this scenario, it becomes essential mammography in screening and detection of breast cancer. But to obtain a suitable image, it is necessary that the X-ray emitter equipment is properly calibrated.
The objective of that paper were the measurements of kVp and air kerma produced for one mammographic system of LCI, Model VMI -Graphmammo AF (Philips) using two different measurements systems from PTW (Diavolt) and Radcal (kVp meter) that procedure is just to determine the stability of that system that is used to perform diagnosis in mammography level.
That measurement can be applied at a routine quality control program of that X-ray system.
MATERIALS AND METHODS
In this study were used the VMI Graph Mammo AF Phillips, who operates in the range 20 to 35 kilovolts (kV), has target of Molybdenum (Mo) and inherent filter Rhodium (Rh) and Molybdenum.
To perform the measurements, were used PTW Universal All-in-one QC Meter T43014 (noninvasive meter). This machine performs multiple measurements in a single exposure, like the dose in mGy, the time of exposure in ms, the mean kVp and the maximum kVp. The values obtained were compared to verify the reproducibility of measurements/ exhibitions. Then, the average value of the three was calculated and displays the obtained value was compared with the nominal kV for obtaining accurately the tube voltage.
For determination of the dose, were conducted measurements with 28 kV and mAs varied, with PTW Diavolt, centered at the point of incidence radioactive beam. The meter Radccal Accu kV measure only tension, not dose, thus no comparison between the results of two equipments.
RESULTS AND DISCUSSION
The PTW Diavolt acquired the best reproducibility in 30 and 35 kV, the same reproducibility than meter Radcal Accu kV for 28 kV. Only in 25 kV, the variation measured with PTW Diavolt is larger than variation acquired by Radcal Accu kV (table 1).
It can be seen that the reproducibility is within the IEC 61676 standard [2] , IAEA / ARCAL XLIX [3] , where the variation between measurements on the same kV can not be greater than ± 2%. It can be seen that the reproducibility is within the IEC 61676 standard [2] , IAEA / ARCAL XLIX [3] , where the variation between measurements on the same kV can not be greater than ± 2%. Table 2 lists the results that were obtained in the accuracy of the test tube voltage with Radcal Accu kV: Table 3 lists the results that were obtained in the accuracy of the test tube voltage with PTW Diavolt: It appears that the accuracy of the tube voltage is in accordance with IEC 61676, IAEA / ARCAL XLIX where the variation between the measured and nominal kV can not be greater than ± 5%. In this test, the meter Radcal Accu kV was more specific than PTW Diavolt.
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CONCLUSIONS
The measurements of kVp and air kerma produced by mammographic system of LCI, Model VMI -Graphmammo AF (Philips) using two different measurements systems from PTW (Diavolt) and Radcal (kVp meter) shows the stability of that system. The results obtained with
